Flexible ureterorenoscopy: Tips and tricks

Bhaskar Kumar Somani, Omar Aboumarzouk1, Aneesh Srivastava2, Olivier Traxer3

Consultant Urological Surgeon and Stone lead, Southampton University Hospitals NHS Trust, 1Department of Urology, Aberdeen Royal Infirmary, AB25 2ZN, Scotland, United Kingdom, 2Consultant Urological and Transplant Surgeon, Consultant Urological and Transplant Surgeon, SGPGI, Lucknow, India, 3Consultant Endourologist, Department of Urology, Tenon University Hospital, Pierre and Marie Curie University, 4 rue de la chine, Paris, France

Abstract

With advancement in technology, improvement in endoscope and ancillary equipment, more complex procedures can be performed using flexible ureterorenoscopy. In this review article we provide a summary of flexible ureterorenoscopic procedures with “tips and tricks” for success for each type of procedure. It looks at the disposables used with flexible ureterorenoscopic procedures, set up and patient positioning for gaining access, insertion and handling of scope and the use of urethral access sheath. We also provide techniques for various flexible ureterorenoscopic procedures including management of renal stones, calyceal diverticula and upper tract urothelial tumours.

Key Words: Calculi, flexible ureterorenoscopy, holmium laser, lithotripsy, laser vaporization

INTRODUCTION

The fibreoptic technology used in modern medicine was first demonstrated 150 years ago by John Tyndall in 1854. Young and McKay described the first ureteroscopy in 1929.[1] These Ureteroscopes were without any active deflection or working channel and were for diagnostic use only. It was not until 1978 before the first distal ureteroscopy was reported by Lyon and colleagues.[2] In association with Karl Storz, the first working Ureteroscope was developed in 1980 by Perez-Castro, a rigid ureteroscope with a separate optic and working channel. This was soon followed by the first electrolydraulic and ultrasonic lithotripsy a year later. The same year ureteroscopy and stone basketing under direct vision was reported by Das. The first flexible tip ureteroscope was introduced by Bagley and colleagues in 1983.[1,2]

Last two decades have witnessed a huge improvement in flexible ureterorenoscope (F-URS) technology with smaller outer diameter, larger working channel, active deflection and better fibre optics.[2,3] With digital imaging and high definition television, the image quality has improved and the digital chip is now incorporated in the tip of the newer F-URS. In addition to the improvements in the endoscope, ancillary equipment such as graspers, baskets and laser technology have also progressed allowing more complex procedures. As the technology has improved, there has been a huge surge in the number of ureterorenoscopic procedures being performed.[4]

The indications for F-URS procedures include management of calculus disease, diagnostic procedures, endoscopic management of upper tract tumours and endoureterotomy.[5-9] The aim of this paper is to provide a summary of flexible ureterorenoscopic procedures with “tips and tricks” for success for each type of procedure.

Disposables used with the flexible ureterorenoscopic (F-URS) procedure

Guide wires

Guide wires are used to gain access to renal collecting system and to allow passage of stents and catheters. The three important characteristics are tip flexibility, low friction and
for impacted ureteral stones direct disintegration is the only way to avoid false passage by guide wire, whatever the type or material of guide wire used. If a glide wire is used, once it is passed proximal to the stone, a 5Fr open ended catheter can be passed and the wire exchanged for a stiff wire.

**Ureteral catheter**

A 5.6F open tip ureteral catheter is used for retrograde pyelogram (RPG) or for positioning the guide wire in the ureter or to obtain urine sample from pelvicalyceal system for cytology/culture.

**Ureteral access sheath**

With expanding indication of F-URS, the use of access sheath is now becoming more common. It can facilitate ureterorenoscopic and retrieval of stone fragments (multiple withdrawals and reintroductions), whilst reducing the intrarenal pressure, improving irrigant flow, better visibility, decreasing operative time and costs.[11,12]

The access sheath is a 2-piece hydrophilic device: the sheath and the internal dilator [Table 2]. It is inserted over the working wire under fluoroscopic control and the internal dilator can be removed once the sheath is in place. Care should be taken while inserting it and forceful insertion should be avoided. It comes in various diameters (9.5-14 F internal diameter and 11.5-17.5 F external diameter) and lengths (20-55 cm).[13]

**Port seal**

The seal is fixed on the working channel of the F-URS. The seal consists of an O-ring which allows the operator to conserve irrigant and preserve leaks whilst gripping the instrument (such as laser fiber).

**Stone extraction devices**

The extraction devices include stone-graspers, baskets and forceps [Table 2]. Most modern devices are made of nitinol, which have memory, resist kinking and cause minimal loss of deflection. To minimize complications it is important to carefully select the extraction device for the size and location of the stone, having a safety wire at all times, maintaining a good view at all times and avoiding forceful or blind manipulation. All extraction devices should be introduced in a straight scope (undeflected).

---

**Table 1: Examples of material, coating and types of guide wires and stents available**

<table>
<thead>
<tr>
<th>Guide wire</th>
<th>Stent</th>
</tr>
</thead>
<tbody>
<tr>
<td>Length (cm); Tip (cm)</td>
<td>145-150; 3-15</td>
</tr>
<tr>
<td>Coating Types</td>
<td>Stainless steel, Nitinol</td>
</tr>
<tr>
<td>Coating Types</td>
<td>PTFE, Hydrophilic polymer, Slipcoat</td>
</tr>
</tbody>
</table>

**Table 2: Different accessories used with flexible ureteroscopic procedures**

<table>
<thead>
<tr>
<th>Ureteral access sheath</th>
<th>UroPass: hydrophilic sheath with suture holes in end for securing sheath in place</th>
</tr>
</thead>
<tbody>
<tr>
<td>Access Forte XE</td>
<td>Stone Cone: concentric coils to prevent stone fragment migration</td>
</tr>
<tr>
<td>Navigator access sheath</td>
<td>Halo stone basket: tipless basket with rotary wheel to allow stone spinning for better fragmentation</td>
</tr>
<tr>
<td>Ureteral occlusion device</td>
<td>Graspers (1.9-3F) – Two-prong, Three-prong, Four-prong, Nitinol</td>
</tr>
<tr>
<td>Stone retrieval device</td>
<td>Holmium:yttrium-aluminium-garnet (Ho:YAG)</td>
</tr>
<tr>
<td>Baskets (1.5-3F)</td>
<td>Thulium</td>
</tr>
<tr>
<td>Flat wire basket</td>
<td>Pulse dye laser</td>
</tr>
<tr>
<td>parachute basket</td>
<td>Neodymium:YAG</td>
</tr>
<tr>
<td>helical basket</td>
<td>Frequency-doubled, double-pulse neodymium:YAG (FREDDY)</td>
</tr>
</tbody>
</table>

---

**Table 3: Types of lasers**

<table>
<thead>
<tr>
<th>Laser Type</th>
<th>Description</th>
</tr>
</thead>
<tbody>
<tr>
<td>Holmium:YAG</td>
<td>Concentric coils to prevent stone fragment migration</td>
</tr>
<tr>
<td>Thulium</td>
<td>Halo stone basket: tipless basket with rotary wheel to allow stone spinning for better fragmentation</td>
</tr>
<tr>
<td>Pulse dye laser</td>
<td>Graspers (1.9-3F) – Two-prong, Three-prong, Four-prong, Nitinol</td>
</tr>
<tr>
<td>Neodymium:YAG</td>
<td>Holmium:yttrium-aluminium-garnet (Ho:YAG)</td>
</tr>
<tr>
<td>Frequency-doubled, double-pulse neodymium:YAG (FREDDY)</td>
<td>UroPass: hydrophilic sheath with suture holes in end for securing sheath in place</td>
</tr>
</tbody>
</table>

---

**Shaft rigidity**

The later more useful as a coaxial system for passage of catheters or stents. Two 150-cm-long and 0.035 or 0.038 inch diameter guide wires (one ‘safety’ and one ‘working’ wire) should be used. The distal tip end must be flexible and atraumatic and its length varies from 3 to 15 cm [Table 1]. To reduce friction, guide wires are coated with polytetrafluoroethylene (PTFE) or hydrophilic polymer. The latter is useful for negotiating difficult ureter; however these hydrophilic wires must be kept moist prior to its use. The working wire should be hydrophilic to protect the working channel of the scope. For difficult guide wire passage the following tricks can be helpful – advancing it via ureteral catheter, using a hydrophilic guide wire or Ureteroscopically passing it under vision and treating the underlying pathology such as stone fragmentation or balloon dilatation of stricture to allow access.[10] Difficult ureteral access can be negotiated (at times) with a 0.025 or 0.028 hydrophilic wire. Occasionally,
Baskets – Nitinol baskets are now standard device for stone retrieval.\textsuperscript{[2,13]} The range from 1.5-2.2F and are flexible, designed not to damage the scope or intra-renal system. The smallest possible basket for the purpose should be used. Basket opening and closing are controlled by a proximal handle.

Graspers – These have 3 or 4 prongs that allow the impacted stone (in renal papilla or urothelial mucosa) to be extracted. They are also effective in removing stone from the kidney with the main advantage of being able to release the stone at any time.

Biopsy forceps – Allows taking biopsy sample from tumors or urothelial mucosa.

Irrigation
Saline is the standard irrigation used for F-URS. To improve the irrigant flow with an instrument in the working channel, it can be pressurized to get adequate flow at the distal tip of the ureteroscope. This can be done either by a manual pressure pump or pressure irrigation bag or a mechanical irrigator.\textsuperscript{[14,15]}

Ureteral drainage
At the end of the procedure ureteral drainage may be required. This is done by leaving a ureteral catheter for up to 24 hours or a double J stent for several days. Stents are placed to prevent or relieve intrinsic or extrinsic ureteral obstruction. Various etiologies include ureteric calculi or stricture, retroperitoneal disease, trauma or iatrogenic injury and drainage post urinary diversion. A guide wire is positioned fluoroscopically or endoscopically prior to stenting. Care should be taken whilst cannulating the ureteric orifice so that it is atraumatic without creating a false passage, avoiding over distension and coiling of guide wire in the bladder. While the stent is being placed, the guide wire should be held taut and the stent position checked fluoroscopically and cystoscopically.

There is a wide variation in the size, shape and material of ureteric stents [Table 1]. The first generation polymeric stents were made of silicone which has now been replaced by polyurethane and newer polymers. To reduce bacterial adherence, biofilm formation and encrustation the newer stents are either made of modified polyurethane or other such polymers and some of them have additional coating. The coatings are either antibacterial agents (hydrogel, silver, PVP, heparin) or they are surface property enhancers (hyaluronic acid, heparin).\textsuperscript{[16]}

Laser
Various different types of laser fibers have been used for ureteroscopic procedures [Table 2]. The Holmium-YAG laser is now the gold standard for use with the F-URS and delivers pulsatile energy.\textsuperscript{[21]} It allows intra-corporeal lithotripsy, management of ureteral strictures and urothelial tumors.\textsuperscript{[24,27]} The laser fiber must be placed right against the target (stone or tumor) for it to work. They can be single use or reusable and come in different sizes. The smaller diameter fiber (150-200 μm) deliver less energy but allow scope deflection, whilst the larger diameter fiber (350-400 μm) restrict scope deflection giving more power. There is a red aiming beam (green in some lasers) which shows where the fiber is in relation to the target.

Set-up and patient positioning and gaining access
Flexible ureteroscopy is usually performed under general anesthesia. Ensure that a urinalysis has been done preoperatively to rule out a urinary tract infection. Prophylactic antibiotics should be administered as per protocol. The patient is typically in dorsal lithotomy position.

Ensure that pressure points are protected. Fluoroscopy should be available and radiation symbol should be placed outside operating theatre. A cystoscopy is then performed to assess the position and size of ureteric orifice and to help insert a guide wire into the renal pelvis under fluoroscopic guidance. A RPG is then performed via a ureteric access catheter under fluoroscopy to visualize the ureteric and intra-renal anatomy and/or pathology. For all ureteroscopic procedures a ‘safety wire’, which provides access to the renal pelvis should be placed and kept secure at all times.\textsuperscript{[12,13,15]} In males, the penis is held straight to straighten the urethra. Under fluoroscopy, F-URS (or the access sheath if it is being used) is then passed over a second ‘working’ wire.

Insertion, holding and handling of flexible ureterorenoscope
The handle of the ureterorenoscope is always held with dominant hand with the deflection control worked with the thumb, whilst the non-dominant hand controls the advancement/withdrawal of the scope. The scope should be kept straight without any distal tip deflection and inserted into the intra-renal collecting system over the working guide wire.\textsuperscript{[15]}

The working wire is then withdrawn and cold-light cable, the camera and irrigation system is attached. Recently wireless ureteroscopy has been described, but this is not standard practice and may be operator skill dependent.\textsuperscript{[15]}

Ureteral dilatation and insertion of ureteral access sheath
After cystoscopy a safety guide wire is placed. Routine ureteric dilatation is not necessary.

For ureteral dilatation a ureteral balloon catheter is inserted over the working guide wire under fluoroscopic control.\textsuperscript{[13]} Ureteral dilatation is then performed with inflation of balloon with contrast agent.

Ureteral access sheath is inserted over the working guide wire under fluoroscopic guidance.
The appropriate sheath based on its diameter and length should be selected on the anticipated use and ureteric anatomy.\textsuperscript{[3,15]}

**Management of kidney stones (other than lower-pole calculi)**

Several options are available for managing kidney stones including percutaneous nephrolithotomy (PCNL), shock wave lithotripsy (SWL) and flexible ureteroscopy and lasertripsy (FURSL). We describe FURSL for managing renal stones. After the ‘safety wire’ and UAS is placed and secured, the F-URS is inserted over the working guide wire. Once the scope is in the pelvis, the working guide wire is withdrawn. The intra-renal collecting system is explored and the stone is located. The laser fiber (200 or 365 \(\mu m\)) is introduced into the working channel of the F-URS.\textsuperscript{[18]} The fiber is advanced a few millimeters beyond the end of the working channel, the aiming beam is switched on and the laser is ready. The initial laser settings are of a frequency of 5-10 Hz and the power of 1-1.5 J (corresponding to 5-9 W).\textsuperscript{[19]} The fiber is placed against the stone and fragmentation is commenced. Once fragmented, the fragments are captured with a grasper and withdrawn with the scope. If a UAS is not being used, the ureteroscope is withdrawn and must be repositioned over a working guide wire. If the fragment will not go through the UAS, the ureteroscope should be grasped against the distal end of the sheath and the entire unit (scope, grasper holding the stone and the access sheath) is removed in ‘one piece’, provided the fragment can be accommodated by the ureter. At the end of the procedure, the intra-renal system is re-inspected for any fragments. If the ureter needs to be drained, a ureteric catheter or an internal stent may be left in place, overnight or for a few days respectively.

**Management of lower-pole calculi**

Once the F-URS is in place, the lower pole calculus is located. A nitinol basket (1.5-2.4F) is inserted and the stone is captured and displaced to the upper pole calyx or renal pelvis. The stone is released and laser fiber is used to fragment the stone. If the stone cannot be displaced from lower pole calyx, it is fragmented \textit{in situ} using a smaller laser fiber (150-200 \(\mu m\)).\textsuperscript{[5,20]} For the introduction of the laser fiber, the scope must always be kept straight (undeflected) and scope deflection is only started after the fiber is at the tip of the endoscope.\textsuperscript{[21]} The fragments are removed, the intra-renal system is re-inspected and ureter drained as described above.

**Prevention of stone fragment accumulation in the lower calyx**

If at the end of flexible ureterorenoscopy and lasertripsy (FURSL), many small stone fragments are left in the collecting system, there will be a risk of these fragments re-accumulating in the lower-pole calices. To prevent this, the lower pole calices can be sealed with an autologous blood clot. The ureteroscope is positioned in the lower group of calices.

Saline is then injected into the working channel of the scope, to flush the fragments towards the upper calices and the renal pelvis, and to clear any remaining contrast. Through the working channel of the scope, 5-10 ml of autologous blood (taken from peripheral venous line) is then injected.\textsuperscript{[22]} The scope position in the lower caliceal group needs to be checked under fluoroscopy as the blood completely obscures the endoscopic vision. Once injected, the scope is withdrawn, and the surgeon waits 5-10 minutes for blood seal to form. RPG is then performed to check that the lower calyx is no longer visualized ensuring that the clot is providing a seal.

**Management of calyceal diverticula**

The decision to perform F-URS versus PCNL can be very difficult and the choice depends on the position, size and length of calyceal infundibulum. We describe the management of calyceal diverticula using F-URS. The F-URS is introduced into the intra-renal collecting system, as described above. A mixture of contrast and methylene blue or indigo carmine is injected through the working channel of the scope. Opacification of the diverticulum under fluoroscopy means that the neck of the diverticulum is patent.\textsuperscript{[23]}

Saline is used to flush the intra-renal collecting system. The diverticulum is then observed for leakage of dye, with a delayed emptying of the diverticulum suggesting a narrow neck. A laser fiber (350-400 \(\mu m\)) is then passed through the working channel of the scope to incise the neck of the diverticulum. The scope is then inserted into the diverticulum and the stone can either be fragmented \textit{in situ} or extracted intact with nitinol grasper.\textsuperscript{[24]} Following treatment of the stone(s), the neck of the diverticulum is then generously incised with the laser, to allow the diverticulum to be marsupialised into the collecting system. A check for any residual fragments is made and a ureteral drainage with an internal stent is done with the pigtail of the stent in the marsupialised cavity (if possible).

**Retrograde endopyelotomy**

A RPG is performed and Uretero-pelvic junction (UPJ) obstruction is confirmed.\textsuperscript{[9]} The extrinsic obstructing cause should be identified if the obstruction is from outside. A safety wire is secured and if required a short UAS is inserted under fluoroscopy. The F-URS is then inserted over the working guide wire. The position of the scope is then checked whether it is in the renal pelvis (if the UPJ is passable) or distal to UPJ (if it is not passable). The working wire is withdrawn and with the ureteroscope kept straight (distal tip undeflected), a 365 \(\mu m\) laser fiber is advanced a few millimeters beyond the end of the working channel. With the aiming beam switched on the
laser is set at a frequency of 12-15 Hz and a power of 1-1.5 (15-22 W).[19] If the scope is in the renal pelvis the UPJ is incised as the scope is being withdrawn towards the ureter, where as if the scope is below the UPJ the incision is made as the scope is being advanced towards the renal pelvis. Repeated passes are then made with the laser fiber, until the periureteral fat appears. The F-URS is removed and a high-pressure ureteral balloon catheter is inserted over the safety wire. Under fluoroscopic guidance, the balloon is inflated with contrast agent to dilate the incised area. The ureteral balloon catheter is removed and a RPG is performed, which would show extravasation of contrast for a correctly performed endoureterotomy. At the end of the procedure, a ureteral stent (8F or 12/8F) should be inserted and left in place for 4-6 weeks with a urethral catheter for 24 hours.

Retrograde endoureterotomy

A RPG is performed and if required and safe, a short UAS is inserted under fluoroscopy. The F-URS is then inserted over the working guide wire. The position of scope is checked, whether it is in the renal pelvis (ureteric stricture is passable) or distal to the stricture (not passable). The laser endoureterotomy is then done in the same was as retrograde endopyelotomy. Balloon dilatation is then done with contrast agent to dilate the incised area. For a correctly done endoureterotomy, a subsequent RPG will show extravasation of contrast from the ureter. An internal stent (12F) should be inserted and left in place for 6 weeks with a urethral catheter for 24 hours.

Antegrade flexible ureteroscopy

Although not frequently indicated, it can be useful in difficult retrograde access or in cases of urinary diversion.[25] Antegrade F-URS places mechanical stress on the scope and weakens it. In a prone position, the intra-renal collecting system is punctured under ultrasound or fluoroscopic guidance. A middle or upper calyceal system should be preferred as it helps scope alignment with the ureter. Contrast is injected through the puncture needle, to opacify the intra-renal collecting system and the ureter. The working guide wire is then inserted into the ureter under fluoroscopic guidance. The puncture needle is withdrawn and a dual-lumen catheter is inserted over the working guide wire. The safety guide-wire is then inserted through the second channel of the dual lumen catheter and is secured to the patient’s body. Dual-lumen catheter is withdrawn and a high-pressure ureteral balloon catheter is inserted over the working guide wire. Under fluoroscopy, the balloon is inflated with contrast to dilate the tract. The ureteric balloon catheter is then withdrawn and UAS is inserted over the working guide wire. The F-URS is then inserted through the UAS over the working guide wire under fluoroscopic guidance. The working wire is removed and antegrade ureterorenoscopic procedure is carried out as indicated. At the end of the procedure the UAS is removed and a percutaneous nephrostomy tube is inserted under fluoroscopic guidance and secured to skin.

Management of urothelial tumors

Standard treatment of ureteric or renal pelvic tumors is nephroureterectomy. However, for patients with solitary kidney, chronic renal insufficiency or bilateral disease endoscopic management is an alternative option. Once the F-URS is in position, a saline wash of the intra-renal system may be obtained for cytology. A RPG may be indicated to assist in localization of the lesion. However, it must not be done prior to cytological sampling as it interferes with the cytopathological examination. Trauma to the urothelium by advancement of guide wire should be avoided as it may cause mucosal trauma and can be confused as a lesion. Once the tumor is localized the choice of ablation techniques includes – 1) Debulking of tumor by cold-cutting it with a tipless nitinol basket for pathology, followed by laser vaporization of tumor base, or 2) Biopsy with forceps and vaporizing the entire tumor with a laser.[10,27] Vaporization is done with holmium: YAG laser (365 μm) with a frequency of 10Hz and a power of 1.1.2J (10-12 W).[19] For lower pole lesions, a smaller diameter fiber (200 μm) is used.

Flexible ureteroscopy with Holmium-YAG laser is an effective, reproducible and minimally traumatic diagnostic and therapeutic technique perfectly adapted to disease of the upper urinary tract. With digital technology, the new F-URS provide better image quality and hence, greater precision for diagnostic and therapeutic
procedures. Time and technology will continue to help with ‘miniaturization’ of the scope. Improvement in optics and ancillary equipment will allow access and treatment in all cases even those with anomalous or reconstructed urinary tract anatomy.

REFERENCES


How to cite this article: ???

Source of Support: Nil, Conflict of Interest: None.

Author Query???

AQ1: Please provide copyright form duly signed (signature) by all authors???